
Using a Hewlett Packard 54505B Digital Oscilloscope to monitor the signal of the tubes
and a power supply running at 5.24 VDC. The display of the scope is on average reading
mode of 128 counts.
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V∆  is the potential difference
t∆    is the half width

2)  With Sr-90 (Beta) placed at the center of the scintillator
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      With the same source placed at the far end of the scintillator
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      With the source placed near the phototube
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3)  With Po-210 (alpha) source placed at the center
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       With the source at the far end
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        With the source near the phototube
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4)     With Co-60 (gamma) placed at the center
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         With the source at the far end
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         With the source near the phototube
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